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to substantially comply with, or each day of failure to substantially comply with,
the Standards, suspension or revocation of your facility’s FDA certificate, or
obtaining a court injunction against further mammography.

It is necessary for you to act on this matter immediately. Please explain to this
office in writing within fifteen (15) working days from the date you received this
letter:

- the specific steps you have taken to correct all of the violations noted in
this letter;

- each step your facility is taking to prevent the recurrence of similar
violations;

- equipment settings (including technique factors), raw test data, and
calculated final results, where appropriate; and

- sample records that demonstrate proper record keeping procedures, if
the findings relate to quality control or other records (Note: Patient names
or identification should be deleted from any copies submitted).*

Please submit your response to Timothy J. Couzins, Compliance Officer, U.S.
Food & Drug Administration, 555 Winderley Place, Suite 200, Maitland, Florida
32751, (407) 475-4728.

Finally, you should understand that there are many FDA requirements pertaining
to mammography. This letter pertains only to findings of your inspection and
does not necessarily address other obligations you have under the law. You may
obtain general information about all of FDA'’s requirements for mammography
facilities by contacting the Mammography Quality Assurance Program, Food and
Drug Administration, P.O. Box 6057, Columbia, MD 21045-6057 (1-800-838-
7715) or through the Internet at http://www.fda.gov.






